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OXYGEN FLOW METERS FOR CENTRALIZED OXYGEN SUPPLY 

 Before attempting to connect the flow meter to the wall outlet make sure 

that the flow meter control knob is at the minimum or off position 

(clockwise) 

 In order to plug in the flow meter to the wall outlet align the notch on the 

pin with the outlet and push the flow meter firmly till it click locks. 

 In order to remove the flow meter from the wall outlet, press on the sides 

of the outlet, while holding the flow meter with the other hand. 

 Always ensure that the water level in the humidifier bottle is between the 

upper and lower limits. 

 For administering oxygen to the patient turn the knob counter clockwise 

and set the flow rate to required value (read center of ball).    
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